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SECTION SF 30 BLOCK 14 CONTINUATION PAGE

SUMMARY OF CHANGES

SECTION SF 1449 - CONTINUATION SHEET

The following have been added by full text:
ADDITIONAL INFORMATION

Relative to the management of dosimeter calibrations:

TAKEN FOR SPECIFICATIONS:

4.1.5.1  Calibration

4.15.1.1 Dosimeter shall be initially calibrated by vendor using sources traceable to the National Institute of
Standards and Technology (NIST). [PL1]}

4.1.5.1.2 Dosimeter should deliver the required level of performance / proficiency over its required life
expectancy, without requiring recalibration. [PL2]

4.1.5.1.3 Calibration should not be affected by removal or replacement of battery / power source. [PL2]

4.1.5.2 Periodic Maintenance. Periodic maintenance requirements should be limited to battery replacement
and wiping down of exterior surfaces. [PL2]

4153 Reliability / Life expectancy. Dosimeter should meet all physical, functional, and performance
requirements for a period of 10 years minimum, based on a duty  cycle of 40,000 hours of normal
operation and 10,000 read cycles. [PL3]

1. Does the dosimeter require a factory-type calibration to a nationally recognized standard (i.e. NIST) prior to
delivery? Yes, Section 4.1.5.1.1 of the Specification states: '"Dosimeter shall be initially calibrated by
vendor using sources traceable to the National Institute of Standards and Technology.

2. Does the Navy have a facility(s) for calibration of the electronic dosimeters? Section 4.1.5.1.2 of the
Specification states: "Dosimeter should deliver the required level of performance/proficiency over its
required life expectancy, without requiring recalibration. Also see Section 4.1.5.3.

3. Does the Navy intend to peform "in-house" calibrations or out-source to a subcontractor/manufacturer? No,

the Navy does not intend to perform "in-house" calibrations or out-source calibrations. See Sections
4.1.5.1.2 and 4.1.5.3.

4. Does the Navy intend to purchase an automated calibration unit for the electronic dosimeters (Can/should a
calibration device be offered)? No, the Navy does not intend to purchase an automated calibration unit for
the electronic dosimeters. See Section 4.1.5.1.2. and 4.1.5.3




